
Borescopes Quick Start Guide

1. Introduction

Dear Customer! Thank you for your purchase in TME! To protect the environment we have prepared for 

you this quick start guide. Before operating the unit, please read it carefully. Please visit www.tme.eu

Illustrations in this manual are only example images and may differ from the actual item. It does 

not change their main characteristics.

2. Application

Device is designed for performing visual inspections in places difficult to reach.

3. Unit setup and operation
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S - Probe with camera

Z - Probe connector

L - LCD Display

W - Power on switch

P - Battery compartment

K - Battery compartment cover
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Connect a video probe of the borescope to the appropriate slot.

Before starting the measurements, make sure that the device has no cracked, broken, chipped or 

incorrectly installed parts. Damaged parts must be replaced with new one.

Turn on the power using power button.

Charge the battery using the included charger or replace the batteries if there is a low battery 

indicator visible on the display.

4. Precautions
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Connecting and disconnecting the video probe should be performed only with the power cable 

unplugged.

Use only accessories designed for this device.

Do not use the device in wet / damp conditions.

Do not use the instrument in potentially explosive environments.
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